MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT r?ceived 6/21/14-CCheront #7
LREVIEWED L-

Completa this report in duplicate at the time of the regular monthly preventative maintenance check, and By Carol Day at 10:33 am, Jul 10, 2014
Send copy 1o Depariment of Health and Senlor Services; refain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
105451 096.3580.925 06/15/2014
LOCATION OF INSTRUMENT (STREET AND CITY) - TIME OF INSPECTION
10:14 am

301 S Main St, Excelsior Springs
CHECKLIST: Place a mark in the box by each ftem if found to be satisfactory or if operailng within established Nmits. (Writa in observed val-

ues whers delermingd.} Unmarked items must be corrected before using instrument.

m DIGITAL READCUT (ALL ELEMENTS OPERATIONAL)

i1 TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

m PRINTER WORKING PROPERLY

Ef TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

] SIMULATOR SOLUTION

D COMPRESSED ETHANOL-GAS MIXTURE

LOT # 14030 Exp. DATE 01/20/2016

K] sTaNDARD supPPLIER Guth

[ simuLaror TEMPERATURE (34°C £ 0.2°C) __ 34.0 __ SIMULATOR SN __ DR5383  SIMULATOR EXP DATE 06/17/2014

[/} CALIBRATION CHEGK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run thres tesis.using a standard solution. All threa tests must be within 5% of the standard value and must have a spread of 005 ¢ or
less. Check the box correspondmg to the standard solution being used. (PRINTOUT ATTACHED}
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST3 = (99

TEST 1= (89 TEST 2= 100

EZI RFI DETECTOR OPERATING
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(0O NOT INCLUDE SELF-ADMINISTERED TESTS)

ReFuUsals 0 (0-.04) 0 (05099 1 |(10.14) 1 (15-19) 1 {(OVER .19) 1

List any new parts and describe any alleration or modification that was made 1o restore the instrument to operate salisfactorily and within
aslablished limits {use other side if necessary).

ERINT NAME

Sgt Brian K Kennedy

> 553—/
IYPE Il PERMIT NUMBERVEX#RATIAN BATES FELEPHONE NUMBER
230073 04/26/2015 {816) 630-2000

Return completed report to the:

Breath Alcohol Pregram, MO Department of Health and Senlor Services, Southeast District Office

2675 James Boulevard
Poplar Bluff, MO 63901
LAB-114

O 580-13564 {6-10) AN EQUAL OPPORTIRGTY/AFFIRMATIVE ACTION EMPLOYER
sacvices provided on a nanderimitatody basis



dayc
Reviewed

dayc
Typewritten Text
received 6/21/14-cd


GUTH LLABORATORIES, INC.

590 NORTH 67th STREET # HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference: Solution for Si_mul,at,or

Random Samples of Lot Number 14030 of
Alcohol Reference Solution for Simulator were analyzed by
gas - ' chromatography on_ January 22, 2014, using a Perkin Elmer~ Gas

Chromatograph Autosystern XL S/N: 610N9030209, and found to contam -

0.1215% (w/vol) ethyl alcohol "The expiration” datc for this lot
number " is January 20,2016 at. 11;59 PM. o :  o

‘ ‘When used in-a. cahbrated Sjmulator oper'ating at
34°'C +/- .2°C, thls soluuon wxll gwc ‘a ‘breath a]cohol
analysis instrument rcadm" of[llOO £/210L +/~ %

The a!cohoi and water used -in- thls solutxon were -

free of test mterfermg substances

Ted L. 'Pauley,,Pres'iden ,
GUTH LABORATORIES, ING.

NIST Traceabfhly
Testing was conducted using Cerilliant Reference Slandard Iot :mmber !'NI22211-02 whose

values are traceable to NIST.
Al balences are calibrated annually by an gutside agency using NIST rraceable weights.

Calibration verification is done prior fo each use utilizing NIST Lraceable weights.
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